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HEALTH SAFETY ENVIRONMEN

CERTIFICATE OF ANALYSIS

FIBRE IDENTIFICATION REPORT

PJ.205712.SAa Client Reference: -
PJ.205712.SAa-1Fl Date Received: 28/10/2016
Northline

Level 1, 62 The Parade, Norwood SA
E. Cruickshanks-Boyd

Port Adelaide

Samples analysed by Polarized Light Microscopy (PLM) techniques and
Dispersion Staining (DS) using AS 4964-2004 and Health Safety Environment
Australia SWI 04.

Sample Description

(approximate dimensions) Analysis Resuts

No Asbestos Detected
Synthetic Mineral Fibres Detected
Organic Fibres Detected

Fibre cement panels
(12 x 6 x 5mm)

No Asbestos Detected
Synthetic Mineral Fibres Detected
Organic Fibres Detected

Fibre cement panels
(20 x 10 x 3mm)
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N

Accreditation No: 15696

Accredited for compliance with ISO/IEC 17025

Approved Identifier
Michelle Barnes
28/10//2016
This test report shall not be reproduced except in full

Page 1 of 1

The results contained in this report relate only to the sample(s) submitted for testing. Health Safety Environment Australia Pty Ltd
accepts no responsibilities for the representation of the sample(s) submitted.

Health Safety Environment Australia Pty Ltd
193 Henley Beach Road
Mile End South Australia 5031

Telephone + 61 8 8152 0555 Facsimile + 61 8 8152 0500 Website www.hseaustralia.com.au
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